Electrochemical characterization of stents can be seen as a key to assessing their biocompatibility. The aim of the present study was to investigate the electrochemical properties of bare-metal stent surfaces. The minicell system (MCS) was modified to record open circuit potential (OCP), cyclic voltammetry (CV) and electrochemical impedance spectroscopy (EIS) on NiTi, FeCrNi and CoCr stents using 1%NaCl, PBS and serum. Surfaces were examined by scanning electron microscopy (SEM) and energy-dispersive X-ray microanalysis (EDX) before and after electrochemical testing. CV showed passivity breakdown of FeCrNi and CoCr in 1%NaCl. Corrosion properties were inhomogeneous. Several surfaces of FeCrNi showed progressive activation and passivity breakdown while pitting was detected by SEM. EDX showed a decrease in Fe, Cr and Ni and an excessive presence of Cl. Corrosion rates (vcorr) were partially significantly different between the examined materials and electrolytes (e.g. using 1%NaCl: vcorr[FeCrNi]=2.08x10 -2 ±1.14x10 -2 μm/y vs.
INTRODUCTION
In the case of metals and alloys, biologic response predominately depends on their corrosion properties. Electrochemical characterization can therefore be seen as a key to assessing and controlling their biocompatibility. Related to the high number of annually implanted stents, the lack of data on biocompatibility of the applied materials has been criticized [1] . Overall, adverse effects of stent corrosion have been summarized as tissue reaction, toxicity and mechanical degradation [2] . Several investigations on corrosion resistance of metallic stents or stent materials have been carried out, although the methods are rather inhomogeneous, thereby diminishing comparability. Retrieval analysis studies have been performed to Open Access March 5, 2016 Dr. Moritz Hertel 15 www. siftdesk. org | volume 1: issue 1 microscopically identify surface alterations associated with corrosion under biological conditions [3] . Immersion testing was performed to investigate the corrosion properties of stents or stent materials [4] , and has frequently been combined with other analysis techniques, such as open circuit potential (OCP) measurements, cyclic voltammetry (CV), electrochemical impedance spectroscopy (EIS) and X-ray photoelectron spectroscopy (XPS) [5] [6] [7] [8] [9] [10] [11] [12] . Applications of in vitro corrosion analyses include the characterization of surface modifications [9, 11, 13, 14] , coatings [5, 8, 10, 12, 15, 16] and new materials [6, 17, 18] . In vivo OCP measurements have been performed in dogs [19] and humans [20] . The majority of the studies found that the surface features crucially influence corrosion resistance. In this regard, the mini-cell system (MCS) is a promising approach as it enables a variety of electrochemical analysis techniques on micro surfaces [21] . The aim of the present study was to investigate the electrochemical properties of different stents, modifying the MCS to match the arising requirements: first of all, the study intended to characterize the surface´s electrochemical properties as its corrosion resistance has been described as having a major impact on biocompatibility [19] . Furthermore, the aim was to investigate stents in a final deployed form and finished condition as all steps in manufacturing potentially influence corrosion properties [22] . Additionally, multi-focal and spotty examination was intended to enable the detection of inhomogeneities as they have been described to enhance corrosion [23] . Hereupon, immersion testing appears to be inadequate. Foregone electrochemical testing applied either complete wetting of stents [24] or extended measuring surfaces on specimens ranging between 0.25 cm 2 [25] and 4.51 cm 2 [26] . Small measuring surfaces are favourable as inhomogeneities are more unlikely to be detected the larger the measuring surface is. Thus far, the size of the MCS working electrode (WE) has been 0.005 cm 2 , so resizing was necessary. As local environmental features have been described to influence the electrochemical behaviour of biomaterials, different physiological media were applied. Assumedly, in vivo conditions will be better simulated using body fluids. Since the interpretation of the retrieved results is complicated by their complex composition, it was of particular interest to investigate the extent of differences in corrosion properties if simpler electrolytes are applied. Dilatable stents were analyzed prior to and after dilation to assess if electrochemical properties were influenced by mechanical deformation. It was hypothesized that OCP measurements, CV and EIS on NiTi, FeCrNi and CoCr stents using 1% NaCl, PBS and human serum would allow for electrochemical distinction of the investigated materials and electrolytes. It was assumed that inhomogeneities within the stents are detectable. Furthermore, it was hypothesized that results indicating corrosion can be confirmed by scanning electron microscopy (SEM) and energy-dispersive X-ray microanalysis (EDX).
EXPERIMENTAL SECTION Stents and Electrolytes
Three different non-restorable bare-metal stent systems made out of the most frequently used base metal alloys [27, 28] were selected: one peripheral self-expanding NiTi memory alloy stent (DynaLink, Guidant, Gießen, Germany) and two balloondilatable coronary stents made from FeCrNi (316L stainless steel) (Coroflex, B. Braun, Melsungen, Germany) and CoCr (Coroflex Blue, B. Braun, Melsungen, Germany). Sodium chlorine (1%NaCl), phosphate buffered saline (Dulbecco's PBS without Ca 2+ and Mg 2+ , Biochrom, Berlin, Germany) and human serum (PAN-Biotech, Aidenbach, Germany) served as electrolytes.
MCS Modification and Electrochemical Analysis
A detailed description of the MCS and its previous use can be retrieved from the recent literature [29] . To downsize the measuring surface, and hence the working electrode (WE), a pipette tip with a diameter of 0.98 mm 2 was coupled to the MCS resulting in a reduction of approximately 80%. The resulting severely impaired signal-to-noise ratio was improved through grounding of the whole experimental setup in several pre-trials. Saturated calomel (Hg2Cl2 (SCE)) and a platinum wire were used as the reference electrode (RE) and the counter electrode (CE). The laboratory unit was supplemented with a reflected-light microscope to allow performing experiments at a 50x magnification to ensure sufficient electrolyte wetting and a standardized WE area. All analyses were carried out applying direct contact mode. Electrolyte leakage was prevented by implementing an aspiration mechanism consisting of a syringe coupled with a polyethylene hose which was connected to the MCS. Thus, a vacuum could be created, if necessary. The MCS was coupled to a potentiostatic (PGZ-402, Radiometer Analytical SAS, Villeurbanne Cedex, and France). Analysis setup and data recording were performed using the software Volta Master 4 (Radiometer Analytical SAS, Villeurbanne Cedex, and France). OCP, CV and EIS were subsequently conducted at room temperature. Three measurements per alloy, 
Statistical Analysis
Primarily, in electrochemical analytics, every measurement needs to be interpreted singularly. This is due to the peculiarity of corrosion, where singularly measured differences are of potential importance irrespective of statistical significance. Hence, the use of statistical methods was limited to compare the investigated materials and electrolytes. One-way analysis of variance (ANOVA) was performed after Gaussian distribution testing via Shapiro-Wilk test (Origin Pro 7.5, Origin Lab Corporation, Northampton, MA, USA). The significance threshold was determined as α = 0.05.
RESULTS

OCP
Only 15 out of a total of 45 examined surfaces showed steady potentials within the examination period. In serum, the related percentage was the lowest, whereby no steady OCPs were recorded on CoCr. With the exception of the potential of one surface of FeCrNi using PBS, the OCPs of NiTi and FeCrNi in human serum were more cathodic compared to the other electrolytes (Table 1) .
Comparison between the materials revealed that FeCrNi was the noblest and CoCrwas the least noble in 1%NaCl and PBS, at least within the expressed limitations. In serum, FeCrNi was nobler than NiTi, whereby CoCr could not be assigned. [31, 32] ) Differences between the stents in terms of icorr, Ei=0 and breakdown potential, as well as the extension of active, transpassive and passive segments were most evident when using 1%NaCl. When utilizing PBS and serum, gradual convergence of the curve shapes was observed (Fig.3) . EI=0 was significantly different between: NiTi < FeCrNi and NiTi < CoCr using 1%NaCl (both p < 0.001; ANOVA). Furthermore, significantly different Ei=0 were retrieved from all investigated materials when using PBS and serum (NiTi < FeCrNi < PBS; p < 0.05). Significant differences in vcorr were found between: FeCrNi > NiTi utilizing 1%NaCl (p < 0.001). When using PBS, no significant differences were detected. Corrosion rates retrieved utilizing serum differed significantly between all stents (NiTi > CoCr > FeCrNi; p < 0.05) ( Table 2) .
NiTi: EI=0, icorr and vcorr of NiTi differed significantly between all applied electrolytes (p < 0.05) ( Table 2) . However, transpassive segments were overall present within the first and infrequently the second cycle, and breakdown was only seen at potentials over +1.25 V in the following cycles. Extended passivity was observed, accordingly.
FeCrNi: Beween all electrolytes, EI=0, icorr and vcorr of FeCrNi differed significantly (p < 0.05) ( Table 2) . Regarding dilation status, vcorr was higher post dilation, but significance was only recorded when utilizing serum (5.33 10 -3 ±2.05 10 -3 vs. 7.23 10 -2 ±1.22 10 -3 μm/y; p = 0.02). Overall, three types of curve shapes were differentiable (Fig.4) examined using 1%NaCl. In addition to a stepwise cathodic shift of EI=0, a progressive increase in I was observed in all segments of all cycles. Intermediary, passivity breakdown and subsequent re-passivation were observed followed by a final loss of passivity in the last two cycles. Progressive activation was found in one surface examined with PBS. Nonetheless, passive segments with homogeneousI remained present. Analogous curves were not retrieved from serum.
(ii) An alternating increase and decrease in I, especially within the active and transpassive segments, was found for four surfaces using 1%NaCl and in one using PBS. Progressive activation was evident, whereby the course of the cycles differed markedly. (iii) Subsequent deactivation was seen when using PBS (four of six surfaces) and serum. Accordingly, extended passive segments were observed. CoCr: The obtained EI=0 using 1%NaCl, PBS and serum were significantly different (p < 0.05) ( Table  2 ). The highest vcorr was recorded when utilizing 1%NaCl followed by PBS, whereas statistical significance was only found between 1%NaCl and serum (p = 0.02) and PBS and serum (p < 0.001). Dilation status did not significantly influence vcorr. All retrieved voltammograms corresponded to the described shape types ii and iii. Alternating I (type ii) was ubiquitously observed in 1%NaCl, whereby one half of the surfaces showed progressive extension of the active segments. In contrast, the other half was characterized through extensive passivity and low I. Utilizing PBS, one half of the examined surfaces corresponded to each, type ii and iii, whereby four spots showed singular current peaks within the transpassive segments. Four surfaces analyzed using serum provided decreasing I, whereas progressive active segment extension was observed in two spots. (Fig.5) . RS corresponds to the electric resistance of the electrolyte. The CPE equals a capacitor but its capacity (CPE-T [F]) is not constant, which is expressed by the P-factor (CPE-P) defining the CPE's nature (0 = resistor, 0.5 = Warburg's impedance, 1 = capacitor). Within the circuits, the CPE represents the capacity of the surface's electrochemical double layer or the passive layer, respectively. RP equals the passive layer's electric resistance or a charge transfer resistance (CTR). All retrieved plots (Fig.6) , circuit diagrams and obtained parameters (Table 3) were characteristic for passivated metal surfaces in contact with aqueous solutions: wide phase angles 
SEM and EDX-Analysis
On NiTi, no surfaces showing electrochemical instability were eligible, so SEM and EDX were carried out on each surface first examined per electrolyte. Two surfaces on FeCrNi revealing type i voltamograms (1% NaCl and PBS) and one surface showing a type iii CV (serum) were selected. On CoCr, two measuring spots showing type ii voltammograms were chosen (1% NaCl and PBS). The CV of the selected surface, previously examined utilizing serum, corresponded to type iii. Scanning electron microscopy detected no visible signs of corrosion on NiTi (Fig.7) . On the FeCrNi stent, pits and a deep crater were found after using 1%NaCl. The spot analyzed utilizing PBS showed precipitates surrounding a shallow cavity (Fig.8) . In contrast, no signs of corrosion were found after using serum. SEM imaging recorded precipitates covering the CoCr surface after applying 1%NaCl and PBS. These were partially chipped off from the surface previously analyzed using PBS. Herein, loss of substance among the grain boundaries was evident (Fig.9) . Again, no corrosion correlates were found after applying serum. The atomic surface composition of all analyzed stents was changed after electrochemical testing. Regarding NiTi, changes were only marginal. Within the FeCrNi stent, a decrease of Fe, Cr and Ni was found. The depletion of iron and chromium was highest after using 1%NaCl, where as the highest nickel depletion was found after utilizing PBS (Table 4 ).The surface of CoCr showed the depletion of Co, in which regard 1%NaCl exceeded PBS. Ni was only diminished after utilizing PBS. Sodium and chlorine were ubiquitously detected after using 1%NaCl, whereby the percentage of Cl exceeded Na in FeCrNi. Phosphorus was additionally found after applying PBS. 
DISCUSSION
The aim of the present study was to characterize bare-metal stents by sectional electrochemical examination of their surfaces in the finished condition. The presented approach enabled performing all intended analysis methods. The investigated materials and electrolytes were distinguishable regarding parameters retrieved from OCP, CV and EIS. Furthermore, inhomogeneous corrosion properties were recorded within the analyzed stents, as hypothesized. Herein, inhomogeneities were most evident in FeCrNi and CoCr utilizing 1%NaCl. SEM detected signs of corrosion on surfaces showing electrochemical instability based on CV data. Accordingly, EDX recorded changes in the composition of the alloying elements, as assumed. These could be due to ion release or formation of corrosion product layers. An overview of corrosion types of stents can be retrieved from the literature [3]. Pitting corrosion was described as being exceptionally destructive. Electrochemically polished NiTi was found to be resistant to pitting corrosion within polarization of up to +1.0 V [33] . In our study, no signs of pitting were detected, even between -1.2 and +1.5 V. In contrast, FeCrNi analyzed using 1%NaCl showed total passivity breakdown, crater formation as well as surface depletion of Fe, Cr and Ni, corresponding to pitting corrosion. As larger amounts of Cl compared to Na, as well as enrichment of Mn, Mo, Si and Al were detected (Table 4) , chlorine salt formation was assumed. The progressive activation found in the CV of CoCr, analyzed utilizing PBS, and was associated with asset erosion and changes in the atomic composition. These results might also be interpreted as pitting corrosion. In addition to the applied analysis methods, reflected-light microscopy performed during CV showed formation of brown stains on FeCrNi and CoCr utilizing 1%NaCl and PBS, which was interpreted as metal oxide deposition. Gas formation was also seen, especially during anodic polarization of FeCrNi using 1%NaCl. The observed effect might due to oxidation of hydroxide ions to oxygen. In general, pitting susceptibility depends on the applied media and is enhanced by its content of chloride ions. The chloride content in 1%NaCl (154 mmol/L) was higher compared to PBS (136.3 mmol/L) and serum (approximately 105 mmol/L). Additionally, phosphate (contained in PBS and serum) and proteins (contained in serum) buffer pH changes, thereby diminishing corrosion. Proteins also might form adsorbent layers limiting charge transfer and ion leakage. Nevertheless, the influence of proteins on corrosion is discussed controversially. Besides pitting, galvanic corrosion may result from inhomogeneities within stents providing a high potential difference. Heterogeneous electrochemical features resulting from the unique shape, geometry and size of stents were postulated before [24] . Firstly, the obtained voltammograms showed a high variability of corrosion susceptibility within the investigated materials. Secondly, the high standard deviation of the parameters retrieved from CV and EIS indicate highly inconsistent electrochemical properties. Nevertheless, the results obtained from EIS need to be interpreted cautiously as impedance spectroscopy was only carried out following CV. The observed heterogeneous response to cyclic polarization might have caused differing surface conditions prior to EIS. This might at least have contributed to the retrieved high standard deviation of EIS parameters. Hence, it has to be emphasized that the obtained EIS data are not comparable to data retrieved by applying immersion conditions.
Metal stents are known to corrode and therefore release ions, which is in accordance with the obtained results. Ion release potentially provides proinflammatory, cytotoxic or fibro-proliferative stimuli. Furthermore, allergenic, carcinogenic or toxic effects, especially of nickel ions, have been frequently discussed [9, [34] [35] [36] . Corrosion has furthermore been described as a contributor to stent fracture in the periphery [37] . Especially pitting corrosion predisposes to fatigue fracture [3] , and shear forces have been discussed to potentially enhance corrosion for their part [26] . The potential impact of mechanical stress was not investigated in March 5, 2016 Dr. Moritz Hertel 22 www. siftdesk. org | volume 1: issue 1 the present study, with the exception of dilation of FeCrNi and CoCr. Only in FeCrNi using serum, vcorr was significantly higher after dilation than before. It is likely that the outer surfaces of the struts were not extensively deformed. The corrosion properties of the lateral surfaces were not investigated in the present study, which may be considered in future investigations. Comparing the included stents, their differing strut widths have to be additionally considered as the surface wetted by the electrolyte is proportional to icorr and hence vcorr. Effectively the WE, defined as the surface wetted by the electrolyte, varies between the different stents. Nonetheless, corrosion rate was not associated with the strut widths (NiTi > FeCrNi > CoCr). As the WE surface cannot be exactly calculated, it was equated with the surface area of the applied pipette tip in contact with the stent. Even though, the applied pipette tip diameter was still relatively large related to the stent strut dimension, the obtained results were acceptable since the signalto-noise ratio became lower with a decrease in the WE surface. Future investigations may consider further downsizing of the WE. Furthermore, cyclical mechanical loading as well as flowing electrolytes might help with creating a setup corresponding better to conditions in vivo.
For medical devices, a vcorr of < 25 μm/y has been defined as being suitable [38] . Corrosions rate of NiTi stents in Hank's solution was reported as 6.47 ± 2.59 * 10 -6 mm/y (≈ 0.006 μm/y) [24] . Our results are within the same range (0.009 (1%NaCl) to 0.013 μm/y (PBS)). Resistance to corrosion of NiTi and CoCr in vitro has been described as being superior to FeCrNi [1, 39] . Based on vcorr, this was confirmed by our study, at least comparing NiTi and FeCrNi using 1%NaCl. Using serum, the opposite results were retrieved. In this regard, it has to be emphasized that NiTi did not lose passivity in any electrolyte, but FeCrNi and CoCr did, at least in 1%NaCl and PBS. In the present study corrosion rates were determined from the obtained CV curves. It has to be emphasized that extended cyclic polarization is potentially destructive to metal surfaces. Thus, the retrieved vcorr do assumedly not correspond to corrosion rates without polarization. Hence, further investigations focusing on corrosion rates or timedependent processes such as passivity breakdown might consider using only straightforward polarization as well as lower sweep rates. However, vcorr of all investigated materials were below the required limit, which in the case of base metal alloys is due to the formation of a passive layer. Its properties forming a boundary layer contacting an aqueous electrolyte were well characterized by the circuit diagrams obtained from EIS. The measured open circuit potentials of NiTi using 1%NaCl and PBS corresponded well to potentials retrieved in vivo [20] , but the potentials obtained utilizing serum differed. It can be carefully concluded that serum provides a physiological environment but findings in vitro can not necessarily be transferred to conditions in vivo as the body environment is electrochemically aggressive to biomaterials. The OCPs retrieved from FeCrNi using serum were within the same range compared to steel wires using Ringer's solution [40] . Potentials previously reported from CoCr wires were different from our results [23] , which was likely due to a differing alloy composition.
Electrochemical testing prior to clinical use might help in preventing the adverse effects of stent corrosion including potential contribution to restenosis. Methods applied previously were conducted heterogeneously. Furthermore, sectional assessment of the electrochemical surface properties of implants in the final deployed form and finished condition was not fully accomplished. In this regard, the modified MCS appears to be appropriate within the defined limitations. Technical advancement, including small diameter glass capillaries and low-noise analysis devices, might help in improving electrochemical testing.
It can be concluded that the modified MCS allowed for electrochemical characterization and distinction of different stents using different electrolytes. Overall, NiTi was more resistant to corrosion than FeCrNi and CoCr under the presented conditions. The investigated materials were most susceptible to corrosion when utilizing 1%NaCl, followed by PBS and serum.
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